
 
 
 
 
 
 
 

 
 

 
 
 
 
 
 
 
 

STEP 1 
 
Identify the area to be sampled.    
 
 
 
 

STEP 2 
 
Peel open the pouch 
using the pull tabs 
located at the pouch 
end. 
 
 
 
 
 

STEP 3 
 
Remove the swab 
& tube from peel 
pouch, keeping 
the transport tube 
within reach. 
 
Discard peel 
pouch. 
 
 

STEP 4 
 
Swab area to be 
sampled. 
 
 
 
 
 
 
 

STEP 5 

 
When sampling is 
completed unscrew 
transport tube cap 
and insert swab 
into tube.  

 

 

 

STEP 6 
 
Pull down on the 
shaft of the swab 
(whilst supported 
inside tube) to 
activate breakpoint.  

STEP 7 
 
Discard redundant 
shaft and screw tube 
cap on tightly.  
 
 
 
 

STEP 8 
 
Write sample details on 

label. Store at 4 - 8oC 
(or cool & dry as 
possible) and send to 
the laboratory 
immediately for 
analysis. 
 
 

 

INSTRUCTION FOR USE 
Probact Liquid Amies Transport Swab Kits 

 

Samples should be kept cool until testing is performed. 
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Tel: +44 (0)1706 620600 

Have you considered?  Probact Amies Charcoal Transport Swab Kits - TS/5-18 


